Heikinheimo, J.; Tuominen, R.; Tuomisto, F.

Monte Carlo analysis of germanium detector performance in slow positron beam experiments

Published in:
Journal of Physics: Conference Series

DOI:
10.1088/1742-6596/674/1/012023

Published: 26/01/2016

Document Version
Publisher's PDF, also known as Version of record

Published under the following license:
CC BY

Please cite the original version:
Monte Carlo analysis of germanium detector performance in slow positron beam experiments

This content has been downloaded from IOPscience. Please scroll down to see the full text.
2016 J. Phys.: Conf. Ser. 674 012023
(http://iopscience.iop.org/1742-6596/674/1/012023)

View the table of contents for this issue, or go to the journal homepage for more

Download details:

IP Address: 130.233.216.27
This content was downloaded on 29/09/2016 at 07:48

Please note that terms and conditions apply.

You may also be interested in:

Thermodynamic properties of a classical RKKY model of CuMn
W Y Ching and D L Huber

Fractal dimensionality for kinetic gelation with conserved initiators
D C Hong, N Jan, H E Stanley et al.

Phase diagrams for two-dimensional six- and eight-states spin systems
R Badke, P Reinicke and V Rittenberg

A Monte Carlo analysis of the two-dimensional modified step model
A Nymeyer

ON THE ELECTRON ENERGY DISTRIBUTION INDEX OF Swift GRBs
P. A. Curran, P. A. Evans, M. de Pasquale et al.

Ratioless full-complementary 12-transistor static random access memory for ultra low supply voltage operation
Takahiro Kondo, Hiromasa Yamamoto, Satoko Hoketsu et al.

Dynamic bootstrapped shift register for smart sensor arrays
Leo Lee, Said Al-Sarawi and Derek Abbott
Monte Carlo analysis of germanium detector performance in slow positron beam experiments

J. Heikinheimo, R. Tuominen and F. Tuomisto
Aalto University, P.O. Box 14100, FI-00076 AALTO, Finland
E-mail: janne.heikinheimo@aalto.fi

Abstract. Positron annihilation Doppler broadening spectroscopy is one of the most popular positron annihilation vacancy characterization techniques in experimental materials research. The measurements are often carried out with a slow positron beam setup, which enables depth profiling of the samples. The key measurement devices of Doppler broadening spectroscopy setups are high-purity germanium detectors. Since Doppler broadening spectroscopy is one of the standard techniques in defect characterization, there is a demand to evaluate different kinds of factors that might have an effect on the results. Here we report the results of Monte Carlo simulations of detector response in different geometries and compare the data to experiments.

1. Introduction
The Monte Carlo N-particle transport code (MCNP) is one of the most used programs to simulate germanium detector properties [1, 2]. Monte Carlo simulations are a good way to identify and model small details in the detector response that are otherwise difficult or impossible to detect in experimental setups. Monte Carlo simulations have been used earlier, too, to model interactions of annihilation radiation in Doppler broadening spectroscopy. This was done for two HPGe detectors in coincidence, and the goal was to recognize pile-up effects in the measurement setup [3].

The peak efficiency of the germanium detector for the annihilation line is one of the important detector parameters in Doppler broadening measurements. The optimal dimensions for the Ge crystal are different for 511 keV gamma photons than for example for 1332.5 keV photons emitted by Co-60, which is commonly used for determining the detector efficiency. The optimal dimensions for efficiencies of germanium detectors with a specific volume were obtained by simulating coaxial detectors with different diameters and thicknesses with typical annihilation-detector geometry. The effect of the thickness of a steel plate placed between the photon source and the detector was analyzed by comparing measurements with different steel thicknesses to the corresponding simulations with the 511 keV gamma line alone.

To simulate the final spectrum of the Doppler broadening radiation, ab initio theoretical predictions of the electron-positron momentum distribution were used as source distribution. Here, GaN bulk and Ga vacancies in GaN were used for analyzing how different factors in the measurement setup affect the final results [4, 5].
2. Methods

2.1. Model for MCNP simulations

Generally, measured and simulated results correspond well to each other for high purity germanium detectors. The difference in detector efficiency could still be of the order of 10 %. Monte Carlo methods tend to overestimate the detector efficiency in the model based on the information from the suppliers [6, 7]. The difference could be caused by thicker dead layer or transition zone in germanium crystal, which changes the dimensions of the active region. The correspondence between the simulated and experimental results has been found by carefully adjusting the dead layer and crystal dimensions [8, 9, 10].

In this work, the dimensions for the germanium detector, crystal, and dead layers are obtained from the technical data provided by manufacturer (Canberra Industries, Inc.). The dimensions for the detector that has been used also in the Monte Carlo model are described in figure 1.

![Figure 1. A scheme of the model used in the Monte Carlo simulations. Germanium detector dimensions have been chosen according to the detector that was used in the experiments.](image)

2.2. Photon interactions in MCNP program

The physical treatment for photons includes the photoelectric effect, pair production, incoherent (Compton) scattering, coherent (Thompson) scattering, and fluorescent photons after photoelectric absorption. The electrons are treated in this work according to a thick-target bremsstrahlung model (TTB), where electrons travel in the direction of the incident photon and are immediately stopped.

In photoelectric effect, a photon gets absorbed completely giving its energy to release one electron in an atom and to the kinetic energy of the electron. Recombination effects in the exited atom are also taken into account. These effects could result as fluorescent photons and/or Auger electron.

In pair production, the energy of the photon goes to the creation of the electron-positron pair and to their kinetic energies. The kinetic energy of the electron-positron pair is

\[ E_{\pm} = E_p - 2mc^2, \]  

where \( E_p \) is the initial photon energy and \( mc^2 \) is the rest energy of an electron. In this work, positrons and electrons from the pair production were treated according to TTB. When positron energy is below
electron energy cutoff (defined in MCNP), it is considered to be annihilated with an electron producing two photons going to the opposite directions with an energy of $mc^2 = 511$ keV.

In Compton scattering, a photon is scattered from a free electron. In this event, the objective is to determine the energy of the scattered photon $E'$ and $\mu = \cos(\theta)$ for the angle $\theta$ of deflection from the line of flight. The differential cross section for the process is given by the Klein-Nishina formula

$$K(\alpha, \mu) d\mu = \pi r_0^2 \left( \frac{\alpha'}{\alpha} \right)^2 \left[ \frac{\alpha'}{\alpha} + \frac{\alpha}{\alpha'} + \mu^2 - 1 \right] d\mu,$$

where $r_0$ is the classical electron radius and $\alpha$ and $\alpha'$ are the incident and final photon energies in units $\alpha = E/mc^2$ and $\alpha' = \alpha/(1 + \alpha(1 - \mu))$. MCNP uses the modified Klein-Nishina formula for incoherent scattering

$$\sigma_1(Z, \alpha, \mu) d\mu = I(Z, \nu) K(\alpha, \mu) d\mu,$$

where $I(Z, \nu)$ is an appropriate scattering factor and $\nu = \sin(\theta/2)/\lambda$.

Thomson scattering involves no energy loss, and so is only a photon process which doesn’t produce electrons. The differential cross section for Thomson scattering is

$$\sigma_2(Z, \alpha, \mu) d\mu = C^2(Z, \nu) T(\mu) d\mu,$$

where $C(Z, \nu)$ is a form factor and $T(\mu) = \pi r_0^2(1 + \mu^2) d\mu$ is the energy-independent Thomson cross section.

3. Results

3.1. Optimization of the Ge crystal dimensions for detector efficiency

It is not always possible or even necessary to have custom designed detectors for slow positron beam measurements. If the detector resolution, peak-to-Compton ratio, and efficiency are sufficient for Doppler broadening measurements, the detector will suite well for its purpose even though its dimensions are not optimal for 511 keV gamma measurements. However, high-purity germanium is challenging and expensive to manufacture and the volume of the high-purity germanium crystal might show up in the detector price tag. Greater volume also generally increases detector capacitance and deteriorates energy resolution.

The optimization was performed with the source in the central position and 2 cm away from the end cap of the detector. The efficiency optimization was done for three different germanium volumes with a coaxial geometry. The results from the iteration are illustrated in figure 2. For $V = 80$ cm$^3$, the optimum was found when diameter was 6.8 cm and thickness 2.2 cm. Correspondingly, for $V = 142$ cm$^3$, the diameter was 8.2 cm and thickness 2.7 cm, and for $V = 200$ cm$^3$, the diameter was 9.2 cm and thickness 3.0 cm. For differently sized crystals, the optimal dimensions were found when the diameter-to-thickness ratio was around 3.
3.2. Steel thickness and background effects

In positron laboratories, the most common vacuum material is stainless steel (with low magnetic permeability). Here, steel plates with different thickness were placed in between the source and the detector. The source was placed in the experiments and simulations at the central position and 5 cm away from the end cap of the detector.

The source in this experiment was Na-22 with thin aluminum wrapping, and its activity was defined with the coincident method to be 78 ± 4 kBq. It was packed to the familiar sandwich package normally used in positron lifetime measurements. The sample material was p-type Si(100).

Figure 3 shows experimentally obtained results for different steel thicknesses. The spectra have been normalized to the same value, or more specifically, the S-regions have been normalized. The spectra behave expectedly in the sense that steel is known to be a rather good shielding material to gamma rays. So, when S-regions are normalized, the background level increases. Especially Compton scattering in steel can potentially increase background in the low-energy side right next to the annihilation peak. It should also be noted that Na-22 daughter nuclide (Ne-22) emits a 1.28 MeV gamma photon. This increases the background in the high-energy region and the effect of steel is visible also there. It is clear that the greater background caused by steel increases the error for $W$-parameter. The effect of steel on the $S$-parameter should be minor.

In the Monte Carlo simulations, the source-detector setup was similar otherwise but the positron annihilation was modeled as a 511 keV point source i.e. without Doppler broadening. The background radiation was not included to the source, either. The results for simulations with different steel thicknesses (modeled with pure iron) are shown in figure 4. When annihilation peaks are normalized to the same value, one can immediately see from the spectra how much the lower energy background next to the annihilation peak is affected by the Compton scattered photons in the steel.

![Figure 2. Detector efficiency optimization for three constant volumes.](image-url)
Figure 3. The effect of steel on the annihilation peaks, when the S-parameter region is normalized to the same value.

Figure 4. Results of Monte Carlo simulations for the germanium detector, when steel plates of different thicknesses were placed between the source and the detector. The steel plates were modeled in these simulations with pure iron.

3.3. Monte Carlo simulated cases for GaN and Ga vacancy in GaN

In order to get simulated results for Doppler broadening spectrum, results from first principles calculations were applied as a source distribution in the MCNP program. Figure 5 presents a measured ratio curve for the Ga vacancy in GaN [11]. It is followed by results obtained with the first principles calculations and finally the Monte Carlo simulated curve [4]. Here the detector resolution was 1.35 keV at 511 keV. Only the Compton background was taken into account in the background reduction since incomplete charge collection or pile up effects don’t exist in the simulations.

As one can see from the figure 5, detector cover or other small details described in figure 1 (without steel) don’t have an effect on the gamma interactions so that the ratio curve would change. Changing the source position to 3.15 cm off the axis and keeping the distance from the end cap didn’t result in any changes in the ratio curve (the anisotropy of the electron-momentum distribution is not taken into account). Also placing 0.5 cm and 1 cm iron in between the source and the detector didn’t result in changes big enough to be clearly separable from the original Monte Carlo simulated spectrum. Iron effect on the ratio curve is presented in figure 6. Changing germanium crystal dimensions didn’t show any changes in the ratio curve, either. In all the cases, the S- and W-parameters remained unchanged.

It is known that the resolution changes the ratio curves. In the Monte Carlo simulations, resolution was applied by sampling the Gaussian distribution. Clear changes in the ratio curves and S- and W-parameters are obtained when the resolution changes 0.3 keV from the original value. The results are displayed in figure 7.
Figure 5. Ratio curves for Ga vacancy in GaN. In the Monte Carlo simulation, the source was placed at the central position 2 cm away from the end cap of the detector. Experimental data is from [11].

Figure 6. Iron effect on the Ga vacancy in GaN ratio curve. Iron plate is placed in between the source and the detector.

Figure 7. Ratio curves for Ga vacancy in GaN when resolution is varied.

4. Conclusions
With the Monte Carlo simulations, many detector properties could be simulated including final Doppler broadening spectra. However, one should bear in mind that the simulations show only energy deposited in the germanium crystal and not charged particle collection to the electrodes, for example. Here, the detector efficiency was optimized by changing the coaxial detector dimensions. With the three different volumes, the diameter-thickness ratio was close to 3 when the source is placed 2 cm away from the end cap of the detector.

Also background caused by excess steel in between the source and the detector was studied and compared to the corresponding experimental results. With the Monte Carlo simulations, one can conclude how much small angle Compton scattering in the steel increases background level in the low energy side of the annihilation peak.

Comparing the simulated ratio curves for Ga vacancy in GaN, one can study whether the measurement conditions change the final results significantly. In this study, only change in the detector resolution showed clear changes in the ratio curve and in the $S$- and $W$-parameters.
The Monte Carlo results obtained in this work could be applied to normal Doppler broadening measurements and 1-D coincidence measurements.

References